ABSTRACT. 
In the study of correlated properties the work of preparation and heat treatment is minimized if the sample is small.
As the magnetic properties of small samples are difficult to measure directly, a method was adopted which involves the comparison of the test sample with a reference bar whose properties have been previously determined by calibration with several standard bars. The acciuracy attainable with this method is entirely satisfactory,
-the errors in most cases being less than 5 per cent.
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